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Abstract: This review examines the peer-reviewed literature describing prospective studies 
that report amenorrhea rates, patient satisfaction, and surgical reintervention rates following 
the NovaSure 8 endometrial ablation procedure. A search of the English-language literature 
published from 2000 to 201 1 was conducted using PubMed. Ten prospective studies, six single- 
arm NovaSure trials, and four randomized controlled trials comparing the NovaSure procedure 
with other global endometrial ablation modalities met the inclusion criteria and were reviewed. 
The follow-up periods ranged from 6 to 60 months. Amenorrhea rates for the NovaSure 
procedure ranged from 30.0% to 75.0%. Patients who reported being satisfied with the Nova- 
Sure procedure ranged from 85.0% to 94.0%. In randomized controlled trials with other global 
endometrial ablation modalities, amenorrhea rates at 12 months with the NovaSure procedure 
ranged from 43.0% to 56.0%, while other modalities ranged from 8% to 24%. In addition, this 
manuscript reviews the following: the NovaSure technology; use of the NovaSure procedure 
in the office setting; intraoperative and postoperative pain; effects on premenstrual syndrome 
(PMS); dysmenorrhea; special circumstances, including presence of uterine disease, history 
of cesarean delivery, coagulopathy, or use of anticoagulant medication; post-procedure uterine 
cavity assessment and cancer risk; contraception and pregnancy; and safety. 
Keywords: abnormal uterine bleeding, menorrhagia, endometrial ablation, NovaSure® 

Introduction 

Abnormal uterine bleeding (AUB) is defined as an irregularity in the timing, amount, 
or duration of menstrual bleeding. Estimates suggest that 10% to 30% of reproductive- 
aged women suffer from AUB, depending on whether it is defined objectively 
by measuring the amount of blood loss or subjectively by using patient-reported 
information. 1 However it is defined AUB contributes considerably to medical care 
costs, as well as significantly affects the quality of life and productivity of women 
who suffer from it. 1 

Hysterectomy is the leading treatment for AUB in women for whom medical therapy 
has failed or is contraindicated; however, complication rates are high and can include 
infection; injury to the bowel, bladder or ureter; nerve damage; and postoperative 
thromboembolism. 2 While global endometrial ablation (GEA) offers a less invasive 
alternative to hysterectomy, the first-generation ablation devices require high operative 
skill and are associated with a greater risk of uterine perforation and intraoperative 
fluid overload. 3 Second-generation devices simplify the ablation procedure by not using 
resectoscopes and appear to require less training and experience than resectoscopic 
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endometrial ablation. 4 In addition, second-generation 
devices can be used under local anesthesia in an office- 
based setting. 5,6 

US Food and Drug Administration (FDA)-approved 
second-generation devices use a variety of technologies to 
ablate the endometrium, including thermal balloon abla- 
tion (ThermaChoice* Uterine Balloon Therapy; Johnson & 
Johnson, New Brunswick, NJ, USA [FDA approval obtained 
in 1997]), cryoablation (Her Option™; Cooper Surgical, 
Trumbull, CT, USA [FDA approval obtained in 2001]), 
heated free fluid (Hydro ThermAblator [HTA™] System; 
Boston Scientific, Natick, MA, USA [FDA approval obtained 
in 2001]), bipolar radiofrequency ablation (NovaSure® 
endometrial ablation; Hologic, Inc, Bedford, MA, USA 
[FDA approval obtained in 2001]), and microwave abla- 
tion (MEA* System, previously produced by Microsulis 
Medical Limited, Denmead, UK [FDA approval obtained 
in 2003]). 7-11 In addition to the FDA-approved devices, 
one thermal balloon device (Cavaterm™; Pnn Medical SA, 
Kvistgaard, Denmark [CE mark obtained in 1995]) is avail- 
able outside the US. 

This review examines the peer-reviewed literature describ- 
ing prospective studies that report amenorrhea rates, patient 
satisfaction, and surgical reintervention rates following the 
NovaSure endometrial ablation procedure. A search of the 
English-language literature published from 2000 to 20 1 1 was 
conducted using PubMed. Key medical subject headings and 
search terms were "NovaSure", "bipolar radiofrequency abla- 
tion", "endometrial ablation", and "premenopausal." Review 
articles, case reports, retrospective studies, and studies that 
did not report menstrual bleeding outcomes or did not follow 
patients for at least 6 months were excluded. Ten prospective 
studies, six single-arm NovaSure trials, and four randomized 
controlled trials (RCTs) comparing NovaSure ablation with 
other GEA modalities met the inclusion criteria and were 
reviewed. The follow-up periods ranged from 6 to 60 months. 
Amenorrhea rates for the NovaSure procedure ranged from 
30.0% to 75.0%. Patients who reported being satisfied with 
the NovaSure procedure ranged from 85.0% to 94.0%. In 
RCTs with other GEA modalities, amenorrhea rates at 12 
months with the NovaSure procedure ranged from 43.0% to 
56.0%, while other modalities ranged from 8% to 24%. 

In addition, this manuscript reviews the following: the 
NovaSure technology; use of the NovaSure procedure in the 
office setting; intraoperative and postoperative pain; effects 
on premenstrual syndrome (PMS); dysmenorrhea; special 
circumstances, including presence of uterine disease, history 
of cesarean delivery, coagulopathy or use of anticoagulant 



medication; post-procedure uterine cavity assessment and 
cancer risk; contraception and pregnancy; and safety. 

NovaSure impedance-controlled 
endometrial ablation system 

The NovaSure system comprises a disposable ablation device, 
a radiofrequency (RF) generator (RF controller), a suction 
line desiccant, and a carbon dioxide canister. 12 The ablation 
device is a conformable, bipolar electrode array housed within 
a protective sheath and mounted on an expandable frame. It 
also contains an intrauterine measuring system, which deter- 
mines the uterine cavity width (cornua-to-cornua distance). 
When the ablation device is deployed within the uterine cavity, 
the sheath withdraws into the endocervical canal to protect 
the endocervix from thermal injury. The RF controller is a 
constant power output generator with a maximal power deliv- 
ery of 180 watts. Using the uterine cavity width and length 
dimensions, the RF controller calculates the appropriate 
power output to ensure complete ablation of the endometrium. 
During ablation, tissue impedance is continuously monitored, 
and the procedure terminates once a level of 50 ohms is 
achieved. Actual treatment time may vary up to 120 seconds 12 
to accommodate different endometrial thicknesses. The RF 
controller also has a cavity integrity assessment system, which 
determines whether a defect or perforation exists in the uter- 
ine wall before RF energy is delivered to the uterus. Carbon 
dioxide is delivered into the uterine cavity at a safe flow rate 
and pressure through the central lumen of the ablation device. 
When 50 mmHg is achieved for 4 seconds, uterine integrity 
is confirmed. A vacuum pump in the RF controller applies 
suction to bring the endometrial lining into contact with the 
electrode array and simultaneously removes by-products of 
the ablation, steam, and blood from the uterine cavity. 12 

Compared to other GEA techniques, the NovaSure pro- 
cedure has the shortest treatment time, requires no uterine 
pretreatment, and can be performed at any time during the 
menstrual cycle. 1213 

Preoperative evaluation 
of women before GEA 

Practitioners should complete a thorough medical history 
and evaluation of women with AUB before GEA. 1 Additional 
diagnostic testing should include assessment of current 
medical therapy to eliminate iatrogenic causes of AUB and 
endometrial biopsy to eliminate hyperplasia and carcinoma. 
In a Practice Bulletin published by the American College of 
Obstetricians and Gynecologists (ACOG), the importance 
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of excluding malignancy prior to ablation is emphasized. 4 
Assessment of a patient's self-reported blood loss, quality 
of life, and fertility concerns will help further determine 
whether the patient is a candidate for GEA. 

Efficacy of NovaSure GEA 

Six single-arm studies (eight publications) prospectively 
examined the use of NovaSure endometrial ablation in women 
and reported rates of amenorrhea, patient satisfaction, and 
surgical reintervention. 5 ' 14-20 

Amenorrhea rates after 
GEA with NovaSure 

The most comprehensive clinical trial data on the safety and 
long-term efficacy of the NovaSure procedure were reported 
by Gallinat 18 - 19 and Gallinat and Nugent 20 over a 60-month 
follow-up period. Safety and efficacy were first demonstrated 
for the NovaSure procedure in a controlled observational pilot 
study that enrolled 107 women and used the Pictorial Blood 
Loss Assessment Chart (PBLAC) to assess bleeding symp- 
toms. 20 Successful reduction in bleeding occurred in 98% 
of the patients by 12 months. At the 6-month follow-up, the 
amenorrhea rate was 46.2% and, at 12 months, it was 58.6%. 
Only four (3.9%) patients reported menorrhagia at 12 months. 
Of these patients, one had a PBLAC score of 800 and was 
considering additional ablation; one had a PBLAC score of 250 
and then had a second ablation with resulting PBLAC score of 
19; and two other patients (withPBLAC scores of 219 and 125) 
were satisfied with their outcomes and did not undergo further 
treatment. All patients who reported amenorrhea at 12 months' 
follow-up also reported amenorrhea at 36 months. 18 Seven addi- 
tional patients reported amenorrhea without having menopausal 
symptoms, making the final 36-month amenorrhea rate 65%. 
By 60 months post-procedure, 75% of the patients reported 
amenorrhea and 2% reported menorrhagia. 19 A McNemar test 
for significance of change identified considerable improvement 



in amenorrhea rates between 12 and 36 months (58% and 65%, 
respectively; P=0.0253) and between 36 and 60 months (65% 
and 75%, respectively; 7M).0047). 

Similar rates of amenorrhea were reported in the other 
NovaSure single-arm trials (Table 1). One study reported an 
amenorrhea rate of 64% at the 6-month follow-up. 5 Another 
study reported amenorrhea rates at 6 and 12 months of 50% 
and 58%, respectively. 16 Between 12 and 48 months' follow-up, 
a Canadian group reported amenorrhea rates from 43.1% to 
58.0%, respectively. 15 One study of 20 patients reported an 
amenorrhea rate of 30% at 24 months posttreatment. 14 Fulop 
et al followed 75 patients with a median follow-up period 
of 7.8 years (range 6-8.6 years). 17 At the 7-year follow-up 
point, 56 patients were evaluable for bleeding outcomes. As 
not all patients were available for follow-up, an amenorrhea 
rate based on the intent-to-treat population was not provided, 
although the authors calculated an actuarial amenorrhea rate 
of 88.9% (95% confidence interval [CI]: 79.5%-95.3%). 17 

Patient satisfaction after NovaSure GEA 

Three single-arm prospective studies have assessed patient 
satisfaction during follow-up periods ranging from 6 to 
48 months. 51415 Patient satisfaction ranged from 85.0% 
to 94.0%. 5,14 In one of the largest prospective studies of 
NovaSure endometrial ablation, Baskett et al reported on 
200 patients with 1 to 4 years of follow-up; of the 146 women 
with greater than 1 -year follow-up, 97.3% would recommend 
the NovaSure procedure. 15 

Rates of reintervention after 
NovaSure GEA 

The rate of reintervention was low for the women who were 
prospectively recruited to single-arm clinical trials for treatment 
with the NovaSure procedure for GEA (Table 2). At 60 months' 
follow-up, Gallinat reported that only three hysterectomy pro- 
cedures were performed within their cohort of 107 (2. 8%). 19 



Table I Single-arm prospective trials: amenorrhea rates after treatment with the NovaSure® endometrial ablation device (Hologic, 
Inc, Bedford, MA, USA) 



Reference 


n 


Baseline age 
(years) 


Follow-up time period 
(months) 


Amenorrhea 
rate (%) 


Busund et al; 16 Gallinat and Nugent; 20 
Kalkat and Cartmill 5 


46-106 


41.0-43.8 


6 


46.2-64.0 


Baskett et al; 15 Busund et al; 16 
Gallinat and Nugent 20 


45-146 


41.0-45.0 


12 


40.0-58.6 


Asgari et al 14 


20 


41.7 


24 


30.0 


Gallinat 18 


107 


42.2 


36 


65.0 


Gallinat" 


103 


42.2 


60 


75.0 
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Table 2 Single-arm prospective trials: surgical reinterventions after treatment with the NovaSure® endometrial ablation device 
(Hologic, Inc. Bedford, MA, USA) 



Reference 


n 


Baseline age 


Follow-up time 


Reintervention 


Indication for 






(years) 


period (months) 


type (n) 


reintervention (n) 


Kalkat and Cartmill 5 


50 


43.8 


6 


Hysterectomy ( 1 ) 


Menorrhagia ( 1 ) 


Busund et al 16 


45 


41.0 


12 


Hysterectomy (2) 


Continuous bleeding (2) 


Gallinat" 


107 


42.2 


60 


Hysterectomy (3) 


Hematometra (1) 










Re-ablation (1) 


Menometrorrhagia ( 1 ) 












Menorrhagia ( 1 ) 












Myoma (1) 


Baskett 15 


146 


42 


12-48 


Hysterectomy ( 1 0) 


Menorrhagia ( 1 0) 










Re-ablation (2) 


Dysmenorrhea (2) 



Busund et al reported that only two (4.4%) women within their 
cohort of 45 had undergone hysterectomy due to continuous 
bleeding at 12 months. 16 The highest reintervention rate (8.2%) 
for prospectively recruited women was reported in a study by 
Baskett et al: over 1 to 4 years of follow-up, ten women had a 
hysterectomy and two had second ablations, out of 146 women 
observed from an original cohort of 200 patients. 15 

Randomized Clinical Trials 

NovaSure versus rollerball ablation 

The FDA pivotal trial performed by Cooper et al examined 
the safety and effectiveness of the NovaSure procedure 
compared to wire loop resection with rollerball ablation. 12 
To evaluate treatment effectiveness, the primary outcome 
measure was PBLAC scores at 12 months. Study suc- 
cess, defined as a PBLAC score of ^75, was achieved for 
88.3% of the NovaSure patients and 81.7% of the rollerball 
patients. The average PBLAC pretreatment score was 562 



for both groups, and 3-month posttreatment scores were 48 
for the NovaSure group and 63 for the rollerball group. By 
6 months, the PBLAC scores were reduced to 28 and 42, 
respectively, and stabilized. By 12 months, amenorrhea rates 
were 40.9% and 35.4%, respectively, while patient satisfac- 
tion was not different between groups (92.8% for NovaSure 
and 93.9% for rollerball). Hysterectomy was performed for 
three women in the NovaSure arm and two in the rollerball 
arm. A total of six women had persistent menorrhagia and 
required either repeat ablation or medical therapy, of which 
four women were in the NovaSure arm and two were in the 
rollerball arm. 

Subsequent RCTs compared the outcomes of patients 
treated with NovaSure endometrial ablation and other second- 
generation devices. These studies consistently showed that 
amenorrhea rates were significantly greater in NovaSure - 
treated patients than in patients treated with other ablation 
devices (Figure 1). 



| NovaSure* 

| Thermal balloon 




Abbott et al" Bongers et al 16 " Clark et al 18 Penninx et al : 



NovaSure vs thermal balloon NovaSure vs heated saline 

Figure I Randomized controlled trials: amenorrhea rates at I 2 months. 

Notes: ^Statistically significant differences between groups; ^amenorrhea rates for the NovaSure endometrial ablation device (Hologic, Inc, Bedford, MA, USA) were 43% 
for all patients (Group A) and 56% for patients treated after an equipment failure was noted (Group B). Amenorrhea rates were 8% for both Group A and B for patients 
treated with thermal balloon. 
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NovaSure versus thermal 
balloon ablation 

In the first report comparing the NovaSure and Therma- 
Choice procedures, amenorrhea at 3, 6, and 12 months was 
the primary outcome for a double-blind RCT. 21 Enrollment 
was targeted to 82 patients using a 2:1 ratio; however, after 
44 patients were enrolled and treated, a technical failure was 
discovered in the NovaSure controller. Therefore, enrollment 
was increased to 126 patients (82 in the NovaSure arm and 44 
in the ThermaChoice arm), and the data were subsequently 
analyzed in two sets: one that included all of the data (Group A) 
and one that included only the data from women who were 
treated after the equipment failure was noted (Group B). At 
3, 6, and 12 months, the amenorrhea rates were 40%, 43%, 
and 41% in the NovaSure arm and 12%, 10%, and 8% in the 
ThermaChoice arm, respectively (Figure 1). Exclusion of the 
data from before the NovaSure controller malfunction resulted 
in higher amenorrhea rates in the NovaSure arm: 52%, 55%, and 
56% at 3, 6, and 12 months, respectively. The amenorrhea rates 
in the NovaSure arm were higher than the amenorrhea rates in 
the ThermaChoice arm at all times and before and after exclu- 
sion (P<0.00 1 ). A hysterectomy was performed in four patients 
in the NovaSure group and four patients in the ThermaChoice 
group (relative risk 0.47, 95% CI: 0.07 to -3.30) (Figure 2). 
Patient satisfaction was higher for NovaSure endometrial abla- 
tion than for ThermaChoice (Figure 3). 

A follow-up questionnaire was given to this cohort 
at 60 months with >90% total response rate. 22 Of the 
women surveyed, 48% in the NovaSure arm and 32% in 



the ThermaChoice arm reported amenorrhea. These rates 
increased when only the data from the women treated after 
the controller failure were analyzed (64% for the NovaSure 
arm and 37% for ThermaChoice arm). Regardless of the data 
exclusion for the controller malfunction, the amenorrhea rates 
were significantly higher for the NovaSure arm than for the 
ThermaChoice arm (P<0.001). At 60 months' follow-up, 
hysterectomy was performed in 9.8% of women in the 
NovaSure arm and 12.9% in the ThermaChoice arm (hazard 
ratio 1.2, 95% CI: 0.35-4.00). One woman in each arm was 
dissatisfied and had reablation with the NovaSure procedure. 
Clark et al performed a single-blind, randomized clinical trial 
(Comparison of Office Endometrial Ablation Techniques 
[COAT]) to examine the NovaSure and ThermaChoice III 
procedures in an office-based setting. 23 Procedure time was 
significantly shorter in the NovaSure group by 6.2 minutes on 
average (P^O.001). Treatment was completed in all women 
randomized to the NovaSure arm, whereas it was termi- 
nated in 5% of women randomized to the ThermaChoice III 
arm due to patient discomfort. Postoperative hysteroscopy 
recorded complete destruction of the endometrium in 88% 
of women in the NovaSure arm and 58% of women in the 
ThermaChoice III arm (P=0.002). No serious intraoperative 
complications were reported in either arm. Of the patients 
treated with ThermaChoice III, 23% reported that the pro- 
cedure was unacceptable, compared to 6% of NovaSure 
patients (P=0.08), and 50% of ThermaChoice III patients 
would have the same treatment again compared to 69% of 
NovaSure patients (P=0.2). At 12 months, amenorrhea rates 



| NovaSure" 

B Thermal balloon 

12.0-1 B Heated saline 



10.0% 




NovaSure vs thermal balloon NovaSure vs heated saline 

Figure 2 Randomized controlled trials: hysterectomy rates at 1 2 months. 

Notes: ^Hysterectomy rates for the NovaSure endometrial ablation device (Hologic, Inc, Bedford, MA, USA) were 4.8% for all patients and 3.6% for patients treated after 
an equipment failure was noted. Hysterectomy rate for all patients treated with thermal balloon was 9.3%. Hysterectomy rates were not reported for the subset of thermal 
balloon patients treated after the NovaSure equipment failure was noted. 
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NovaSure vs thermal balloon NovaSure vs heated saline 

Figure 3 Randomized controlled trials: patient satisfaction at I 2 months. 

Notes: *Statistically significant differences between groups; **patient satisfaction was 90% for all patients treated with the NovaSure endometrial ablation device (Hologic, 
Inc. Bedford, MA, USA) and 81% for all patients treated with thermal balloon. For the subset of patients treated after an equipment failure was noted in the NovaSure 
controller, patient satisfaction was 94% for NovaSure patients and 77% for thermal balloon patients (P=0.003). 



were significantly higher in NovaSure-treated women (56%) 
than in ThermaChoice Ill-treated women (23%) (i^O.02). At 
12 months, one patient in the NovaSure arm and three patients 
in the ThermaChoice III arm had reintervention. 

One study directly compared the amenorrhea rates after 
the use of the Cavaterm or NovaSure ablation systems. 24 At 
12 months, the rate of amenorrhea in the Cavaterm treatment 
arm was significantly less than that in the NovaSure arm (12% 
versus 43%; P=0.04), but patient satisfaction at 12 months 
was not different between the two groups (83% Cavaterm 
versus 92% NovaSure). No difference in the reintervention 
rates between the two treatment groups was found. 

NovaSure versus heated saline 

One double-blind RCT compared the efficacy of the 
NovaSure and HTA procedures. 25 Patients were enrolled in a 
1 : 1 ratio for treatment with either NovaSure (n=82) or HTA 
(n=78). Procedure time with NovaSure endometrial ablation 
was 11.8 minutes on average, compared to 27.8 minutes for 
HTA (,P<0.001). At 12 months, significantly more women 
were reporting amenorrhea in the NovaSure arm than in the 
HTA arm (47% NovaSure versus 24% HTA) (Figure 1). At 
12 months, 87% of patients treated with NovaSure endo- 
metrial ablation were completely satisfied compared with 
68% of patients treated with HTA (Figure 3). At 12 months, 
five (6%) patients in the NovaSure arm required surgical 
reintervention, compared with 17 (24%) in the HTA arm. 
At 60 months' follow-up, amenorrhea rates were 55.4% and 



35.3% in the NovaSure and HTA groups, respectively. 26 The 
number of surgical reinterventions was more than double 
in the HTA group when compared to the NovaSure group: 
23 versus eleven, respectively. 

Network meta-analysis: GEA 

Over the last 1 0 years, the methodology for statistical compari- 
sons has evolved from conventional pairwise meta-analysis to 
include network meta-analysis, which allows for indirect com- 
parison across trials based on a common comparator. A 2012 
systematic review of the literature on second-generation 
endometrial ablation devices yielded over 700 articles and 
abstracts. 27 After critical evaluation, 19 RCTs involving over 
3,200 women were deemed appropriate for a meta-analysis; 
five studies were comparisons between second-generation 
GEA technologies, and 14 were comparisons between second- 
generation and first-generation devices such as rollerball and/ 
or transcervical resection of the endometrium. Outcome mea- 
sures used to evaluate the treatments were rate of amenorrhea, 
rate of heavy bleeding, and dissatisfaction at 12 months, or at 
2 years if 12-month data were not available. Treatment with 
the NovaSure procedure resulted in higher rates of amenor- 
rhea than thermal balloon ablation (odds ratio [OR] 2.51,95% 
CI: 1 .53^1. 12, P<0.001 ). There was a significantly increased 
risk of persistent heavy bleeding after free-fluid ablation com- 
pared to NovaSure (OR 2.19, 95% CI: 1.07-4.50, P=0.03), 
reduced rates of amenorrhea (OR 0.36, 95% CI: 0.19-0.67, 
P=0.004), and increased rates of dissatisfaction (OR 4.79, 
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95% CI: 1.07-21.5, P=0.04). The authors concluded that 
"bipolar radio frequency and microwave ablative devices are 
more effective than thermal balloon and free-fluid ablation 
in the treatment of heavy menstrual bleeding with second- 
generation endometrial ablation devices." 27 

GEA in an office-based setting 

Safety, feasibility, and efficacy of the NovaSure procedure 
in an office-based setting using local anesthesia were evalu- 
ated in two single-arm studies 5 - 6 and one randomized clinical 
trial. 23 Penninx et al used a visual analog scale (VAS) to mea- 
sure pain during cervical dilation and at 4 hours and 24 hours 
after the procedure. 6 No intraoperative or postoperative 
complications were reported, and no premature termination of 
the procedure occurred in any of the 33 women. Four women 
developed a vasovagal reaction during the procedure. Median 
pain scores were 3.0 (range, 1 .0-7.0) during dilation and 5.1 
(range, 0.0-10.0) for the entire procedure. At 24 hours post- 
ablation, 23 women had a pain score of 0. All women were 
satisfied with their outcomes and only two patients reported 
that they would not undergo the procedure again. 

In another study, Kalkat and Cartmill assessed the fea- 
sibility and efficacy of using the NovaSure procedure with 
local anesthesia in 50 women. 5 All of the procedures were 
completed and 94% of women were discharged on the same 
day as their procedure; three women required overnight 
admission for pain relief. Preference for general anesthesia 
for future treatment was 14%. Patient satisfaction was 86% 
and 94% at 4 and 6 months, respectively. 

Intraoperative and 
postoperative pain 

One prospective multicenter clinical trial examined intraopera- 
tive and postoperative pain associated with the NovaSure and 
ThermaChoice procedures; however, treatment assignment 
was not randomized but based on patient choice. 28 Pain was 
assessed by a VAS, a numeric rating scale, and a brief pain 
inventory form. No uterine pretreatment was performed in 
women who underwent treatment with the NovaSure procedure, 
while women who chose ThermaChoice received a 3 -minute 
suction dilation and curettage before ablation. Intraoperative 
anesthesia consisted of a combination of paracervical block 
and intravenous sedation. No serious intraoperative adverse 
events occurred in either group. Both VAS and numeric rating 
scale scores were significantly better with NovaSure compared 
to ThermaChoice (P<0.000 1). Postoperative pain indices var- 
ied over time, but were significantly lower for the NovaSure 
procedure (P<0.0001). Fewer NovaSure -treated patients than 



ThermaChoice-treated patients experienced postoperative 
nausea and vomiting: 5.4% versus 33% (P<0.0001). 

Two other studies reported on pain during GEA. 23 - 24 In one 
study, no statistical differences were reported for intraopera- 
tive pain scores for women treated with either the NovaSure 
or ThermaChoice procedures; however, all NovaSure proce- 
dures were completed and two (5%) balloon procedures were 
not completed because of patient discomfort. 23 In the other 
study, NovaSure ablation was found to be significantly less 
painful than ablation performed with Cavaterm (P=0.01). 24 

Effect of GEA on PMS 

One single-arm cohort study examined the effects of Nova- 
Sure on symptoms of PMS. 29 Participants were surveyed 
before and 4 to 6 months after GEA. Survey instruments 
included the Daily Symptom Report and Daily Record of 
Severity of Symptoms. Before NovaSure ablation, the self- 
reported VAS scores for PMS symptoms and for menstrual 
pain were 7.4 (symptoms not specified) and 7.3, respectively. 
The VAS scores for both PMS symptoms and menstrual pain 
significantly decreased to 2.6 ( J P<0.05) and 2.2 (P<0.05), 
respectively, after NovaSure ablation. In addition, 97% of 
women reported improvement in their PMS symptoms after 
ablation, and the results of both the Daily Symptom Report 
(P<0.05) and the Daily Record of Severity of Symptoms 
(P<0.05) improved after ablation. All of the women reported 
improvement in heavy menstrual bleeding after ablation and 
44% reported amenorrhea at 6 months. 

While not examined as either primary or secondary out- 
comes, two studies did characterize the effect of NovaSure 
ablation on PMS symptoms. 12,23 Comparing the NovaSure and 
ThermaChoice III procedures in an office-based setting, Clark 
et al found no difference between treatment arms at 6 months 
for reported improvements in PMS symptoms among women 
enrolled in the COATS trial. 23 Emotional symptoms improved 
by 61% with NovaSure versus 50% with ThermaChoice III, 
and physical symptoms improved by 71% with NovaSure 
versus 67% with ThermaChoice III. In the NovaSure FDA 
pivotal trial, Cooper et al reported a significant reduction in the 
number of women reporting PMS symptoms post-ablation. 12 
Approximately two-thirds of the patients had symptoms prior 
to endometrial ablation, compared with a little over one-third 
at 6 and 12 months posttreatment. 

Effect of GEA on dysmenorrhea 

Five studies, including one retrospective 30 and four 
prospective 12,21-23,25 RCTs, evaluated the impact of GEA on 
dysmenorrhea. 
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Cooper et al reported that 56% of patients in both 
NovaSure and rollerball groups experienced dysmenorrhea 
before ablation. 12 At 1 2 months posttreatment, 2 1 % of women 
in the NovaSure arm and 34% of women in the rollerball arm 
reported dysmenorrhea. 

When comparing NovaSure and ThermaChoice, severe 
dysmenorrhea was present at baseline in more than 30% 
of all women and was significantly reduced in both treat- 
ment groups (P=0.001). 21 When the analysis was limited 
to patients randomized after discovery of a controller 
malfunction, the decrease in severe dysmenorrhea at 12 
months was significantly greater in the NovaSure group 
than in the ThermaChoice group (_P=0.001). By 60 months 
after treatment, both groups had a significant reduction in 
dysmenorrhea (P=0. 001). 22 No significant difference in 
the dysmenorrhea rate was found between the arms: 14% 
of NovaSure-treated and 25% of ThermaChoice-treated 
women had dysmenorrhea. Limiting the analysis to the 
patients treated after discovery of the controller malfunction, 
however, resulted in a significant difference in the reduction 
of dysmenorrhea rates between treatments (dysmenorrhea 
rate decreased from 35% to 13% for NovaSure and 3 1% to 
25% for ThermaChoice; P=0.001). Clark et al compared 
the improvements in dysmenorrhea between NovaSure- and 
ThermaChoice Ill-treated women at 3, 6, and 12 months. 23 At 
12 months, 78% of NovaSure-treated women had improve- 
ment in dysmenorrhea versus 57% of ThermaChoice Ill- 
treated women (P=0.1). 

In a study by Penninx et al, 37% of the NovaSure-treated 
women and 40% of the HTA-treated women had moderate 
or severe dysmenorrhea at baseline. 25 At 12 months post- 
ablation, 21% and 14% had dysmenorrhea, respectively, 
which was not significantly different. 

In the single-arm retrospective review of patient charts 
by Elmardi et al, dysmenorrhea was present in 49.5% of 
women before NovaSure ablation and decreased to 21.9% 
at 1 8 months posttreatment. 30 

Special circumstances in the 
use of NovaSure 

Uterine disease or pathology 

No study included women with diagnoses of either hyperpla- 
sia or carcinoma of the uterus before ablation. Most studies 
used inclusion criteria that ensured no uterine pathology 
was present before ablation. 6 - 1416 - 20 - 21 ' 24 Two studies specified 
exclusion criteria of fibroids and polyps >2 cm. 12 - 25 Sabbah 
and Desaulniers specified inclusion criteria of submucous 
fibroids up to 3 cm and found that the amenorrhea rate was 



69% at 1 year. 31 Another study included women with intra- 
cavitary lesions not greater than 3 cm; submucosal fibroids 
were identified in five women and endometrial polyps in six 
women treated with either the NovaSure or ThermaChoice III 
procedures; however, no specific outcome data were reported 
for these women. 23 

History of cesarean delivery 

Only one study has reported the safety and efficacy of the 
NovaSure procedure in women who have a history of cesar- 
ean delivery. 32 Of the 704 women enrolled, 162 had one or 
more cesarean deliveries, and 542 were either nulliparous 
or had vaginal deliveries; only patients with a history of 
low-transverse sections were included. GEA was performed 
using either NovaSure or thermal balloon ablation; however, 
no analysis was made between the type of GEA and deliv- 
ery mode. Five years after their GEA procedure, 19.8% of 
women in the cesarean group and 20.8% of women in the 
without-cesarean group had amenorrhea (_P=0.76). Adjusting 
for confounding factors did not affect likelihood of post- 
procedure amenorrhea. The 5-year cumulative failure rate 
was 11.3% and likelihood of treatment failure was similar 
for both groups. The only intraoperative complication was 
uterine perforation: two occurred in women in the cesarean 
group (1.2%) and two occurred in women in the without- 
cesarean group (0.4%). All perforations that occurred were 
fundal in location and remote from the lower-segment uterine 
scar. The authors concluded that GEA has similar efficacy and 
safety in women who have had at least one or more previous 
low-transverse cesarean deliveries compared to women with 
no history of cesarean delivery. 32 One case of vesicouterine 
fistula post-ablation reported in the literature was incorrectly 
attributed to NovaSure ablation, and the report was subse- 
quently retracted. 33 ' 34 

Known coagulopathy or use 
of anticoagulant medication 

Women with excessive vaginal bleeding associated with coag- 
ulopathy or anticoagulation therapy present a unique challenge 
for GEA treatment. One study retrospectively compared GEA 
outcomes for women who were being treated for a coagulopa- 
thy to a reference cohort. 35 The coagulopathy and reference 
arms comprised patients treated with the ThermaChoice 
or NovaSure procedures. Two women in the coagulopathy 
arm on warfarin at the time of the procedure had treatment 
failures; however, the authors did not report the GEA device 
used for these patients. Treatment failures occurred in 5% 
of women with NovaSure ablation and 8% in women with 
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ThermaChoice ablation; no difference in treatment failures 
was found between NovaSure-treated and ThermaChoice- 
treated women. Complications included intraoperative perfo- 
ration (n=l), cervical laceration (n=l), hematometra (n=l), 
and pregnancy (n=l) in the coagulopathy group, and volume 
overload (n=l) and post-procedural pelvic pain (n=5) in the 
reference group. The authors did not distinguish between the 
GEA device type and the occurrence of adverse events, but did 
mention that both devices were found to be equally effective 
and concluded that GEA appears to be an effective option for 
treatment of women with coagulopathy. 35 

These same patients received a follow-up SF-12 Short 
Form Health Survey (SF-12 18 ') questionnaire. 36 Median time 
between treatment and the survey mailing was 33 months 
(range, 14.6-57.9 months) in the coagulopathy arm and 
30.7 months (range, 10.2-68.5 months) in the reference arm 
(P=0.49). Patients in both arms reported significant improve- 
ments in menorrhagia-specific, health-related quality-of-life 
measures. The SF-12 scores were significantly lower in the 
coagulopathy group. Patient satisfaction was not different 
between the arms (95% versus 84%; P=0.6), but the amen- 
orrhea rate was higher in the coagulopathy arm than in the 
reference arm (57% versus 46%, P=0.02). Reinterventions at 
the second follow-up included hysterectomy (n=l in the coag- 
ulopathy arm and n=5 in the reference arm; P>0.99). The 
authors concluded that GEA is an effective treatment choice 
for women with coagulopathy presenting with AUB. 

Evaluating the uterine cavity 
and cancer risk after GEA 

As more women choose endometrial ablation as an alterna- 
tive to hysterectomy, questions arise regarding the long-term 
incidence of endometrial cancer and feasibility of diagnosis 
in these women. The topic of a potential delay in cancer 
diagnosis after endometrial ablation was discussed in ACOG 
Practice Bulletin 8 1 : 

An early concern about endometrial ablation was the 
potential for delaying the diagnosis of a subsequent endo- 
metrial carcinoma. However, it appears in most instances, 
an intrauterine cavity remains, allowing egress of bleeding 
from retained endometrium. 4 

One study identified 509 women who had an endome- 
trial ablation between 1978 and 1994. 37 The women were 
contacted by mail or phone to determine if they had been 
diagnosed or treated for endometrial cancer; 5,063 total 
women-years of follow-up were calculated, with two cases 
of endometrial cancer identified. There was no significant 



difference between this observed number of endometrial 
cancers and the expected number based on US Surveillance, 
Epidemiology, and End Results (SEER) data. A similar study 
from Denmark identified 367 patients treated by endometrial 
ablation between 1990 and 1996. 38 In addition to a question- 
naire regarding the incidence of endometrial cancer, the 
subjects were registered through the national cancer registry 
and were verified by checking of medical records. The authors 
observed three women with incidental endometrial cancer at 
follow-up, as compared to the expected number of 6.8 cases, 
concluding that there was no increase in the incidence of 
endometrial cancer after endometrial ablation. 

Most patients diagnosed with endometrial cancer after 
ablation develop AUB and have risk factors. In an early review 
of the literature on eight reported cases of endometrial cancer 
after ablation by resection or coagulation, the majority of 
patients had significant risk factors or were poor candidates 
for endometrial ablation. 39 Six patients had postmenopausal 
bleeding unresponsive to hormonal therapy and five had endo- 
metrial complex hyperplasia on pre-ablation curettings. 

A more recent systematic review of the literature, including 
a case report of endometrial cancer diagnosed 5 years after 
NovaSure ablation, confirmed that most women with post- 
ablation endometrial cancer present with AUB and pain. 40 Over 
75% of the women with post-ablation endometrial cancer were 
diagnosed in stage I, consistent with the typical presenting 
stage among women without a history of ablation. In addition 
to the case report of endometrial cancer after NovaSure abla- 
tion, most of the women with post-ablation endometrial cancer 
could be evaluated by endometrial sampling or hysteroscopy 
when they presented with symptoms. In two cases (11.8%), 
pre-hysterectomy evaluation was not possible due to scarring 
and intrauterine adhesions secondary to the ablation. The 
authors concluded that most patients with endometrial cancer 
after GEA present with symptoms such as bleeding and pelvic 
pain. 40 Preoperative diagnosis can be obtained in most cases, 
contrary to concerns that the diagnosis of endometrial cancer 
is delayed and may be difficult to achieve. 

Contraception and pregnancy 
after GEA 

As discussed in ACOG Practice Bulletin 81, women should 
be counseled to use contraception after ablation. 4 The inci- 
dence of pregnancy after endometrial ablation is estimated 
at 0.7%. More than half of such pregnancies were found not 
to be carried to term because of spontaneous miscarriage or 
personal choice to terminate. 41 Pregnancy after GEA poses 
significant risk of major complications. All of the clinical 
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trials reviewed herein selected women based on the desire 
for no future fertility; however, post-procedural pregnancies 
have been reported after NovaSure ablation. A small report 
evaluating pregnancy after NovaSure ablation demonstrated 
that pregnancies that continued beyond the first trimester were 
associated with poor obstetrical outcomes. 42 

Safety of NovaSure 
endometrial ablation 

Few complications associated endometrial ablation have 
been reported in the medical literature. 43 Minor complica- 
tions associated with the NovaSure procedure may include 
bleeding, infection, uterine perforation, and device failure. 44 
More serious complications may include bowel injury, car- 
diac arrest, urinary tract injury, carbon dioxide embolus, 
sepsis, and death. 45 It is recognized that inappropriate 
use and physician error are contributors to device-related 
complications. 44,46 In the most recent review of the Manu- 
facturer and User Facility Device Experience (MAUDE) 
database, Brown and Blank noted the possibility of false 
tracking with the NovaSure device leading to transmural 
thermal injury, thus highlighting the importance of on-label 
use of the device and proper technique in deployment and 
seating procedure. 46 

In the NovaSure pivotal trial of 1 75 patients, one intraop- 
erative adverse event related to bradycardia was reported. 12 
Within 24 hours of the procedure, six patients reported 
pelvic pain/cramping and three experienced nausea and/or 
vomiting. Postoperative adverse events occurring within 2 
weeks included hematometra (0.6%), urinary tract infec- 
tion (0.6%), vaginal infection (0.6%), pelvic pain/cramping 
(0.6%), and nausea and/or vomiting (0.6%). Subsequent 
adverse events reported were hysterectomy (1.7%), 
hematometra (0.6%), urinary tract infection (1.1%), vaginal 
infection (2.9%), endometritis (1.1%), pelvic inflamma- 
tory disease (1.1%), hemorrhage (0.6%), and pelvic pain/ 
cramping (2.9%). There was no significant difference in the 
incidence of adverse events between the NovaSure cohort and 
subjects treated with loop resection plus rollerball. 

Post-ablation infection or endometritis after the NovaSure 
procedure is uncommon, but it has been reported: the incidence 
of post-ablation endometritis in clinical studies ranges from 
0.6% 12 to 5%. 24 ACOG, recognizing the relatively small risk 
of infection, does not recommend routine administration of 
prophylactic antibiotics to the general patient population under- 
going endometrial ablation; 47 however, special consideration 
for prophylactic antibiotics should be considered in patients 
with a history of pelvic inflammatory disease. 47 



Long-term complications of endometrial ablation include the 
risk of hematometra or post-ablation tubal sterilization syndrome. 
One study described an incidence as high as 1 0% in women after 
rollerball ablation. 48 The authors posited that women with previ- 
ous tubal occlusion may have retrograde bleeding from persistent 
or regenerated endometrium into the proximal fallopian tube 
with no egress. In women without a tubal ligation, contracture 
or synechiae at the cornua area post-ablation could lead to a 
cornual hematometra. If the upper endocervical canal is ablated 
and consequently occluded, the patient could develop a central 
hematometra. The NovaSure pivotal study reported an incidence 
of <1% of post-ablation tubal sterilization syndrome and/or 
hematometra. 7 Nonetheless, patients undergoing NovaSure 
endometrial ablation who have previously had a tubal ligation are 
at risk of developing post-ablation tubal sterilization syndrome, 
which can occur as late as 10 years post-procedure. 45 

With more serious and rare complications, it is necessary 
to identify large patient populations. Studies 47 that reviewed 
the MAUDE database provide no information on the absolute 
rate of adverse events because the number of cases performed 
annually is not known. As the authors noted: 

Vast under-reporting of adverse events also likely exists, 
resulting in unknown numerator data. This, in combination 
with lack of denominator data, makes the Manufacturer 
and User Facility Device Experience data unsuitable for 
determining adverse event rates. 47 

National studies in Scotland and England reported on the 
complications associated with first-generation endometrial 
ablation devices. One patient in the Scottish Audit Study was 
ultimately determined to have had a visceral injury. 49 In the 
Minimally Invasive Surgical Techniques - Laser, EndoThermal 
or Endorescetion (MISTLETOE) study of 10,686 subjects, the 
incidence of thermal injury to the bowel was one in 1,700. 50 

Hologic, Inc, maintains post-market quality assurance 
tracking of all reportable complications through its repre- 
sentatives and by direct communication with health care 
providers. By applying the number of devices shipped, 
Hologic estimates the rate of bowel injury after NovaSure 
endometrial ablation is less than one event in 10,000 cases 
(Hologic, Inc, data on file, 2013). 

Conclusion 

In the 10 years since the NovaSure procedure was FDA- 
approved for use in GEA, significant data have been 
generated that provide a favorable safety profile for the 
use of the procedure in premenopausal women for the treat- 
ment of AUB. Rates of reintervention are low and patient 
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satisfaction is high. Rates of amenorrhea and reduction in 
heavy menstrual bleeding are consistently higher for women 
treated with NovaSure endometrial ablation than for women 
treated with other second-generation ablation devices and, 
importantly, these rates appear to be stable over time. 
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